Focused ultrasound is a unique and non-invasive technique for the local deposition of thermal energy deep inside the body. MRI guidance offers the additional benefits of excellent target visualization and continuous temperature mapping. However, treating a moving target poses severe problems because 1) motion related thermometry artifacts must be corrected, 2) the ultrasound focal point must be relocated according to the target displacement. In this paper, a complete MRI compatible High Intensity Focused Ultrasound (HIFU) system is described together with adaptive methods allowing continuous MR thermometry and therapeutic ultrasound with real-time tracking of a moving target, on-line motion correction of the thermometry maps, and regional temperature control based on the Proportional, Integral, and Derivative method. The hardware is based on a 256 element Phased-Array transducer with rapid, electronic, displacement of the focal point. The exact location of the target during ultrasound firing is anticipated using automatic analysis of periodic motions. The methods were tested with moving phantoms undergoing either rigid body or elastic periodical motions.
. It is based on oscillating pressure waves with a wavelength of approximately 1 mm that can be concentrated into a focal point with a size depending on ultrasound frequency, focal length and aperture of the transducer. During the wave propagation across tissue, part of the ultrasound energy is absorbed leading to increase of temperature and eventually to cellular necrosis (6, 7) . The combination of focused ultrasound and MRI (MR-HIFU) is especially promising since MRI allows a high precision of target localization and it is the only noninvasive imaging technique that has been shown to allow accurate temperature mapping in vivo (8, 9, 10, 11) . A large range of applications of MR-HIFU has been demonstrated in the clinical field, e.g. in ablation of breast tumors (4, 12, 13) and uterine fibroids (3, 14, 15) and in preclinical studies on gene therapy (16) , and for local drug delivery (17) . MR-HIFU has shown great potential in improved therapeutic precision, and towards cost reduction.
For optimal treatment, temperature in the targeted volume should be controlled accurately and continuously. To obtain such a control, it has been shown that MR thermometry can be used to provide spatial and temporal temperature feedback control of the HIFU device. Until now, such a control system has been demonstrated for immobilized tissues in vitro and in vivo (18, 19, 20, 21) . However, treatment of mobile tissues (e.g. liver and kidney tumors) would add a major new field of MR-HIFU applications. In order to make this possible, the MR-HIFU system must be adapted to take the motion into account, both with respect to positioning of the focal point (target tracking), as well as to correcting for motion artifacts in temperature mapping. Most tissue displacements during such interventions are due to periodical motions (induced by respiratory or cardiac activity). Such motions may be treated as rigid motion (translation and rotation) but this may be insufficient because of the elasticity of the organ leading to deformation during motion.
MR temperature information is obtained using the temperature dependency of the Proton Resonance Frequency (PRF) (22) 4 This equation assumes that the temperature variation T is proportional to the phase variation divided by the magnetic field intensity B 0 , the gyromagnetic ratio , the echo time T E and the frequency temperature constant . Tissue displacements may lead to MR signal phase changes independent of temperature and hence, PRF temperature measurements are highly sensitive to motion artifacts. From the temperature evolution in each voxel the thermal dose can be calculated which is required to predict tissue necrosis (25) . Thus, accurate temperature measurements allow to check the HIFU focal point position and to compute the accumulated thermal dose during the treatment for on-line prediction of tissue ablation. The motion sensitivity currently limits MR-HIFU application to organs with small motion amplitudes or to those that are easily immobilized like uterine fibroid (14) , muscle (26) and breast (12) .
When intra-scan motion artifacts are limited by using fast imaging techniques and/or synchronization of image acquisition with the periodic motion (e.g. respiratory gating or navigator echo (27) ), image processing can be used to further improve the quality of thermal maps.
Some algorithms developed to correct temperature maps have previously been tested in patient studies on the basis of temperature stability in the absence of heating (28, 29) . These studies have shown the efficiency of atlas based multiple reference images. The atlas is generated during a preceding "learning phase". Such techniques provide accurate motion estimation and can thus be used to predict the target displacement in periodic motion and to provide information for tracking target tissue. Without such corrections, treatment may be inefficient or may induce unwanted destruction of healthy neighboring tissue. Here, it is shown that a modern, home-built, HIFU system based on a Phased Array ultrasound transducer and rapid electronic displacement of the focal point, in combination with advanced real-time image processing with correction of motion artifacts in temperature mapping, allows tracking of the mobile target during the heating procedure and regional temperature control.
Methods

Focused ultrasound under MR control
A phased array HIFU transducer with a diameter aperture of 96 mm and a focal length Experiments were performed on a Philips 1.5 Tesla Intera clinical scanner (Philips Medical Systems, Best, the Netherlands). A sample holder allowed the US beam to propagate through a water-filled volume from transducer to sample. A receive-only surface coil (92 mm diameter) was positioned parallel to the transducer plane. Demineralized and degassed water has been used at the water-sample interface to avoid air bubbles. The oxygen gas content was 4 mg/l (ppm) as measured with an oxymeter (Consort, France, reference C535).
Real-time PRF based MR-thermometry was performed using RF-spoiled, lipid suppressed (using a 1-1 binomial frequency-selective RF pulse), single-shot gradient echo echo-planar sequences. The following acquisition parameters were used: echo time 40.9 ms, repetition time 1 second, slice thickness 4.5 mm. A single slice with a spatial resolution of 128×128 voxels was reconstructed from 96×96 acquired voxels. With a field of view of 192×192×4.5 mm 3 , the resulting voxel size is 2×2×4.5 mm 3 .
Initial data processing was done by the MR acquisition computer. Real and imaginary data were transferred on-line to the HIFU computer in charge of temperature visualization and control of HIFU driver. This HIFU computer is equipped with an Athlon 3.2 GHz XP processor and 1 GB of RAM running under the Windows XP operating system. From the acquired data set an image registration algorithm estimates organ displacement in an area of interest in order to register images and suppress inter-scan motion artifacts in temperature maps. Briefly, an array of reference images results from the initial "learning phase". The procedure makes it possible to define automatically the position of the focal point in the next firing period in order to focus the deposition of energy in the desired tissue area. The R2 
Evaluation platform
For testing MRI controlled HIFU together with spatial temperature control, a mobile evaluation platform was installed on the patient MRI bed (Figure 1 
Theory
Since PRF-based temperature maps result from MR signal phase differences, MRI temperature imaging is highly sensitive to intra-scan and inter-scan motion artifacts. Since single-shot acquisition techniques were used in this study, only inter-scan artifacts have to be corrected. In the following, methods are described to correct such artifacts in temperature maps. Then, the position of the focal point is adjusted in order to track the target displacement. Note that data processing has to be performed rapidly to ensure on-line monitoring of temperature evolution. It implies that image processing has to be done within the update time between two successive acquisitions.
Correction of periodical motion artifacts in temperature maps
As temperature is computed from phase difference (see equation [1] ), organ motion induces specific inter-scan thermometry artifacts. Indeed, during a therapeutic intervention of a mobile organ, the main parameters involving phase signal modifications are:
1) the temperature variation induced by the heating of the targeted area;
2) the spatial transformation generated by the displacement of the signal source induced by organ motion;
3) the perturbation generated by the modification of the magnetic susceptibility field induced by organ displacements.
It is hardly feasible to separate those three contributions in a single phase image, and therefore the second and third causes should be removed separately. During the intervention, motion field vectors estimated from anatomical images can be used to correct the spatial transformation in phase images (an outline of this processing step is given in Appendix 1).
This process improves the precision of on-line temperature measurement by calculating phase differences for pixels corresponding to identical spatial localization. The measured phase variation (and thus the apparent rise of temperature) is also related to the modification of spatial susceptibility effects (31) . The main variations of the magnetic field are located at the In order to correct artifacts generated in temperature maps by periodical organ motion, the perturbation of phase images upon motion is analyzed during a pretreatment procedure.
This step is performed prior to the therapeutic intervention without hyperthermia. An atlas of motion is constructed with MR images acquired during this pretreatment period (28, 29) . For that purpose, 50 images are acquired to sample the periodical motion. The reference anatomical image for motion estimation for the image registration algorithm is chosen to be the first one in the temporal series. During the pretreatment step, anatomical images are stored in the atlas with the corresponding phase image. Then, during the thermal therapy, each time a new data set is available, the current anatomical image is compared to anatomical images stored in the atlas using an inter-correlation coefficient. The anatomical image of the atlas with highest similarity is selected, and the corresponding phase image is used as the reference for temperature computation. Finally, the motion field vector estimated from anatomical images is used to correct the spatial transformation in the obtained temperature map.
Adjustment of focal point position taking during periodical organ motion
During an intervention on a mobile organ, the focal point position should be adjusted in order to focus the targeted area initially defined by the radiologist. Target factor of almost two. In addition, the interval of time for data transfer between the MRI and the HIFU computer may be variable resulting in random temporal variations of the estimated period of the motion. For the reasons above, the target displacement must be anticipated with a delay which must be quantified. The criterion used for this anticipation is based on an analysis of the main global motion variation detected in the MR images. This average displacement offers the advantage to be stable against noise because it is computed from all image voxels. A motion atlas is built from motion field vectors computed during a pretreatment step. Each field is associated to the corresponding main global motion.
The motion anticipation requires several steps:
Estimation of the typical period of the motion
An analytic model of the main global motion is defined at the end of the pretreatment step in order to provide during the intervention: 1) a temporal localization of the displacement in the typical period estimated from the current dynamic, 2) a mathematical anticipation of future displacements until the acquisition of the next dynamic.
Due to possible irregularities of the respiratory cycle, an average of the period duration is evaluated during the pretreatment step to define the duration of a typical period. The pretreatment step covers several periods, which are not necessarily identical. To maintain the method compatible with variable respiratory cycle, all sampled periods of the pretreatment step are projected onto an average period. This procedure leads to a densely sampled average period. This main periodical motion M is described with the N th order Fourier decomposition:
In this equation a n and b n correspond to harmonic values. In practice, N=3 is found to be a good compromise to get an efficient typical period model. Higher harmonics correspond to amplitudes lower than 0.1 mm.
Coefficients a n and b n are computed from a least square approximation method with P points acquires during the pretreatment step as follow:
( ) 
Anticipation of the displacement
With the knowledge of time t i and compensating delay measured by the microcontroller, the real target displacement can be deduced from the model M(t). Future displacements are also computed with a temporal resolution of 100 ms. 15 displacements are predicted in order to provide enough anticipated displacements until the treatment of the next dynamic. Displacement is anticipated for a delay of 1.5 s. This provides a margin on transmission jitter of 0.5s taking into account that the dynamic duration is set to 1 s.
With a translational motion along a single axis, knowledge of the main global motion suffices to determine the displacement of the complete target. For complex motions, the image in the atlas with the closest main global motion is used to select the corresponding motion field.
Automatic temperature control in mobile target
Temperature control in a single HIFU focal point
In a single point, the temperature can be adjusted from MR thermal map (18, 19, 20) , by a proportional, integral and derivative control using a controller. This technique is based on the differential equation [5] including proportional, derivative and integral terms to minimize the temperature error , 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60   F  o  r  P  e  e  r  R  e  v  i  e  w   11 The parameter represents the difference between the target temperature and the measured temperature T, the proportional control (second term) is equal to the instantaneous error between the measured and the targeted temperature, the integral control (third term) is defined by the sum of the past temperature errors, and the derivative control (first term) is determined by the present temperature variation in order to reach the future target temperature.The parameter a can be defined by the operator and influences the relative importance of the three contributions in a PID controller. This automatic control ensures a stable convergence to the target temperature.
The proportional, integral and derivative control is also combined with the bioheat transfer equation [6] in order to anticipate the tissue reaction. This equation takes into account the thermal diffusion coefficient D, the ultrasound absorption of the tissue and the ultrasound power intensity P.
The PID differential equation is respected if the power is set to the value defined by the expression [7] which adjusts correctly the derivative term:
To control the temperature in a voxel of mobile tissue, the PID feedback loop algorithm is computed from the corrected thermal map which is registered to a central reference position.
With those thermal maps all computations concerning required power for temperature control are carried out in the same way as for static tissue. After required power determination, the position of the focal is adjusted every 100 ms with the anticipation motion algorithm previously described.
Spatial temperature control
To treat a large volume of several milliliters with a small focal point volume of only one cubic millimeter, a proposed solution is to move the focal point along a trajectory (21, 32) . To spatially control the temperature, the amount of applied acoustical power is defined by equation [7] for all points of the targeted volume . However , whatever the type of technology used to displace the focal point (electronic or mechanical), it is technically difficult to emit this defined power simultaneously into each point. To avoid this problem, the R1. 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59 [8] This energy is delivered successively into every point, choosing the appropriate duration and power (21) . Points requiring high energy value are heated preferably with a long duration rather than high power intensity for improved safety. Therefore, the feedback cycle time is divided into several durations with a weighting corresponding to the needed energy in order to limit maximal power emission. To optimize the quality of temperature control, the feedback cycle is set to the shortest possible value which is equal to the duration of one dynamic (1 s in this study).
This control method assumes that there is no energy interaction between successive ultrasound beams for the different focal point locations. In a plane perpendicular to the beam axis, this hypothesis is valid when secondary lobes are negligible. Along the beam axis there is an overlap of the acoustic field of the different focal point locations. This overlap tends to produce an elongated heated volume along the beam axis depending on focal point distance and the transducer aperture angle. To avoid having to take into account such overlap in the feedback algorithm, the temperature control has been limited to a coronal slice perpendicular to the vertical beam axis (21) . In addition, the temperature increase produced in adjacent parallel slices is inferior to the temperature in the controlled region corresponding to a linear (and not a surface) heating trajectory.
The spatial feedback temperature control is also computed with corrected and registered thermal maps. The trajectory provided by this feedback algorithm is modified in order to force focal points to track the target. Each point of this trajectory is split in a succession of several points with durations close to 100 ms. After splitting, those points are translated with a shift defined by the anticipated motion. As a result, the energy defined by the spatial temperature control algorithm is deposited with a high sampling rate.
Results
To test the efficiency of the proposed method, ex-vivo muscle was heated with a HIFU transducer placed below the evaluation platform during successive applications of periodical rigid and elastic motion.
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Periodical elastic motion
The more frequent and complex case to correct for is periodical elastic motions. To mimic those displacements, ex-vivo muscle tissue was submitted to elastic periodical motion with a period duration close to 5.6 s. The muscle has been heated by HIFU emitting a power of 100 electrical watts during 1 minute. 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 F o r P e e r R e v i e w 14 The heating procedure with the focal point position correction, described previously, provides a temperature increase with a constant power deposition in the same target point despite tissue motion. Those correction methods also provide good temperature maps with a quality close to the maps acquired without motion. Thus, the corrected temperature maps may be used to control temperature. PID feedback loop algorithms were applied to an ex vivo muscle tissue undergoing a periodical translation. Figure 5 shows a comparison between two heating procedures realized with spatial temperature control of immobile tissue (5a and 5c) or undergoing periodical rigid motion (5b and 5d). The amplitude of the motion has been set to 8 mm along the Z axis in order to maintain the possibility to move the focal point 9 mm along the perpendicular axis X.
According to those amplitudes, the focal point does not deviate more than 6 mm from the central point. With a voxel width of 1.5 mm, the temperature control was achieved over 7 central voxels to obtain a linear heating segment of 9 mm. Light grey, dark grey and black solid curves on graphs 5a and 5b represent minimal, average and maximal temperature, respectively, for those 7 voxels compared to dashed curves representing the targeted temperature. Light grey, dark grey and black solid curves on graphs 5c and 5d represent temperature measures along this segment at three different time points during the temperature increase. Light grey, dark grey and black dot curves describe the corresponding target temperature increase.
The actual temperature increase corresponds to the targeted temperature increase with an accuracy of 0.5°C over the entire heating segment. The average difference between the maximal and the minimal temperature was 1.2°C for the study with immobile tissue and 1.3°C with mobile tissue. With the motion tracking technique, tissue displacements did neither induce any significant noise in temperature maps nor lead to any measurable loss of precision in temperature control. 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 F o r P e e r R e v i e w 15 the system is equal to 2/a. To avoid temperature control instability induced by system latency around 2 s (measurement, transfer and analysis delay), the response has been set to the duration of 8 s.
Precision of the tracking method proposed for periodical motions
To evaluate the performance of the correction method, it is interesting to compare the estimated displacement from MR images and the anticipated displacement with the real displacement of the target measured by a microcontroller via a striped bar placed on the transmission line.
Approach used for rigid periodical motions correction
For stable motion compensation, it is necessary to update the anticipated displacement as often as possible. The anticipated displacement is updated at each acquired dynamic with a measurement of the delay to compensate. This delay is mainly composed of the dynamic acquisition duration (1 s), the transmission and the processing delay which varies from 0. 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 F o r P e e r R e v i e w 16 
Approach used for correction of elastic periodical motions
For elastic deformations, the main displacement was insufficient to characterize the estimated motion of the target. Moreover, the displacement measured with the transmission line is not enough to characterize the target point in the tissue and can not be compared to the motion tracking for elastic motions reported in Figure 3 . To correct for elastic motions, the main displacement was used as a criterion to select appropriate field vectors in the atlas. Therefore, to quantify this lack of performance, the anticipated motion obtained when the atlas technique was applied to a periodical translational motion similar to the previous one was compared to the motion measured by the striped bar. The anticipated displacement was 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59 For periodical motions, the correction technique described is limited to motion with a period duration larger than the acquisition duration. According to the Shan non-Nyquist theorem, the sampling requires at least 2 dynamics per period to reconstruct a typical period model . In the studies shown, the motion period duration was 5.6 s and the dynamic acquisition duration was 1s, sufficient to obtain a good period reconstruction.
Displacements applied to correct motion artifacts are limited to displacements detected during pretreatment step. This limitation of motion sampling may be avoided using interpolation of detected displacement.
Analysis of the precision of the focal point repositioning
Without displacement correction, the average error of the focal point position was measured experimentally at 4.8 mm. A theoretical estimation of this error can be calculated with a first harmonic approximation of the real motion. Equation [3] 
with c 1 indicating the amplitude of the first harmonic and using the definition of a and b as in When the focal point was repositioned with the displacement estimated from the last available image but without taking into account the anticipated displacement during the delay following the last available image, the average experimental error was 7.54 mm. The theoretical estimation of this error might be quantified by supposing that the delay to be compensated is constant (d C =1.9 s). The difference in phase induces is equal to C :°=
The theoretical error induces by this phase difference is: 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60   F  o  r  P  e  e  r  R  e  v  i  e  w   18 When the delay to be compensated is correctly measured, the experimental error measured is 0.3 mm with rigid motion algorithm and 0.4 mm with elastic motion algorithm. Theoretically, there is no phase difference between the anticipated and the real displacement, therefore this error should be 0. Table 1 
Stability of the displacement correction in case of motion periodicity variations
The duration between the localization of the current dynamic in the typical period model and the required anticipation time is composed of:
-The localization process of a dynamic within the motion cycle. This step required a windowing of L dynamics. The average delay induced is equal to (L-1)/2 dynamics duration.
-The delay to compensate which is composed of the acquisition, transmission and processing duration of one dynamic.
-The anticipation of the trajectory until the next dynamic acquisition. The average of this delay is equal to half a dynamic duration.
This duration corresponding to the system response delay d R is thus equal to 2+1.9+0.5=4.4 s.
The periodical motion hypothesis is not perfectly respected in practice because of variations in physiological cycle. Therefore, the period duration may change during the intervention.
This induces an error in motion anticipation. If the period motion duration is equal to T, the anticipated motion is calculated with a phase shift equal to = 2 ·d R /T. On the other hand, if the period duration becomes T', the phase shift required is ' = 2 ·d R /T'. However, the anticipated motion is still computed with a phase shift instead of '. Therefore, the phase difference between the anticipated motion with a period duration T and the real motion with a period duration T' is :
In this case, the standard deviation between the real and the anticipated motion is:
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Magnetic Resonance in Medicine   1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60   F  o  r  P  e  e  r  R  e  v  i  e  w   19 To study the robustness of the proposed correction method, several tests were carried out with a period duration motion change of ±1 s with respect to the initial period of 5.6 s. Figure 8 compares the experimental standard deviation measured with a modification of the period duration and the theoretical standard deviation as described in Equation [14] . It can be seen that a standard deviation of 1.5 mm (corresponding to the width of a voxel) is obtained when the period variation does not exceed ±7%. The stability of this method against variation of period duration is proportional with the following parameters: i) the system response delay, ii) the motion amplitude, iii) the estimated period during the pretreatment step. In the general case of periodical motion with n harmonics the accuracy of the anticipated displacement is described by this expression 
Conclusion
Correction methods for displacement artifacts in temperature maps of mobile targets may reduce temperature errors from several hundred degrees to values lower than one degree. 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59 The presented methods have been tested for two dimensional motions and can be generalized for three dimensional motions. The proposed techniques appear stable enough to treat organs like kidney or liver with MR-HIFU for a patient under respiratory control. For patient under free breathing, the system response delay should preferably be further decreased.
Real time information like respiratory gating, navigator echo or ultrasound echo (34) may be used instead of main global motion as a selection criterion for displacement field in the atlas. With further acceleration of motion tracking data, the stability is expected to be improved further because the anticipation delay will be reduced correspondingly. 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59 
Appendix 1: Estimation of tissue displacement during motion
The proposed approach consists of using image processing techniques to estimate online organ displacements from anatomical images (28, 29) . Image registration allows organ displacement estimation with an excellent spatial resolution as compared to other existing approaches (34) . The objective is to relate the coordinate of each part of tissue in the image to register with the corresponding one in a reference image. Here, the general principles are summarized.
In general, 3D vector field maps are preferred for this purpose. However, in practice it is difficult to acquire on-line 3D isotropic images because of the technical limitations and SNR associated with the fast 3D acquisition sequences. The approach used consists of estimating motion on 2D images generated by organs moving in 3D space. Image sections are oriented to include the principal axis of the organ displacement so that apparent movement is the best approximation of the real displacement. However, the presented algorithms may be implemented in the 3D case in order to estimate motion field between two volumes when technological progress will allow sufficient spatial and temporal resolution. 
where M is a criterion determining the accuracy of the registration.
Registration efficiency is related to the nature and domain of the transformation to detect (global (35, 36) or local (37,38) transformation). A compromise has thus to be found between the permissiveness of the spatial transformation T and the robustness of the estimation process. A well-adapted technique consists of using results obtained with a global transformation estimation as a starting point for a local transformation estimation. In this study, a global affine transformation is estimated in a first step, using a differential approach 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 
